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Abstract
In this work, we investigated the role of the nebulizer gas flow in electrosonic spray ionization
(ESSI), by systematically studying the relation between the flow and the ion signals of proteins,
such as cytochrome c and holomyoglobin using ESSI-mass spectrometry (MS). When a neutral
solution was delivered with a small sample flow rate (≤5 μL/min), no obvious transition from
electrospray ionization (ESI) to ESSI was found as the gas velocity varies from subsonic to
supersonic speed. Droplets mostly experienced acceleration instead of breakup by the high-
speed nebulizer gas. On the contrary, using particular experimental conditions, such as an
acidic solution or high sample flow rate (≥200 μL/min), more folded protein ions appear to be
kept in droplets of diminishing size due to breakup by the high-speed nebulizer gas in ESSI
compared with ESI. Theoretical analyses and numerical simulations were also performed to
explain the observed phenomena. These systematic studies clarify the ionization mechanism of
ESSI and provide valuable insight for optimizing ESSI and other popular pneumatically assisted
electrospray ionization methods for future applications.
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Introduction
Electrosonic spray ionization (ESSI), first developed byCooks’ group in 2004 [1], is a combination of electro-
spray ionization (ESI) [2] and sonic spray ionization (SSI)
[3, 4]. Compared with the conventional ESI source, the
pressure of the nebulizer gas in an ESSI source is much
higher and can generate a supersonic flow, arguably
rendering ESSI a very soft ionization technique. ESSI
possesses more flexibility than conventional ESI: experi-
mental parameters, such as sample flow rate, high voltage
and geometry, can be changed over a wide range, providing
more comprehensive control over the ionization process.
This flexibility has proven valuable for different applica-
tions. It has been reported that with the help of the
supersonic gas flow, an ESSI source is able to keep the
folded conformation of proteins and produce narrow peak
widths and charge state distributions at lower charge states
of multiply charged protein ions [1]. It has also been
demonstrated that ESSI can be used as a powerful tool for
investigating the noncovalent interaction between proteins
and ligands due to its capability of preserving the non-
covalent complex in the ionization process [5, 6].
The high-speed gas flow plays a central role in the ESSI
technique. It not only lies at the origin of the versatility of
ESSI but also brings additional complexity to the ionization
process. However, there is hardly any literature studying
how the gas flow influences the ionization process of
analytes using ESSI, particularly with respect to the
following questions: (1) Is there a clear switch-over from
ESI to ESSI when the gas velocity is varied from subsonic to
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supersonic speed? (2) Is the preservation of the folded
conformation of proteins in ESSI caused by the high-speed
gas flow? (3) How does the nebulizer gas affect the droplet
size and droplet velocity in the spray plume?
In the first paper on ESSI-MS [1], the authors compared
the difference of the charge state distribution of protein ion
peaks obtained by ESSI-MS with that produced by nano
ESI-MS. However, other parameters also changed signifi-
cantly in the comparison of these two ionization methods, e.g.,
the distance between the emitter of the capillary and the MS
inlet, and the sample flow rate. To the best of our knowledge,
there is still lack of a direct and comprehensive investigation on
the relation between the charge state distribution of protein ion
peaks and the nebulizer gas flow. While it is the gas velocity
that is a key factor, the gas pressure is the parameter that is
experimentally accessible. In this work, the gas pressure
instead of gas velocity is thus reported when discussing the
experimental results.
We systematically investigated the effect of the gas
pressure on the MS signal of proteins. Two globular
proteins, cytochrome c and holomyoglobin, which bind the
heme group differently, were studied. The heme group is
covalently bound in cytochrome c, while it interacts non-
covalently with myoglobin. This may cause different
behavior upon changing the nebulizer gas flow. A compar-
ison of the protein ion mass spectra, particularly of the
charge state distribution as an important indicator for protein
conformation changes [7–9], was done over a range of gas
pressures with other parameters kept the same in the ESSI
source. Experiments varying the solution pH and sample
flow rates were performed to clarify the function of the
nebulizer gas for keeping folded proteins during the ESSI
process, especially at atypical experimental conditions. In
addition, theoretical analyses and numerical simulations
were conducted in this work to support the experimental
findings.
Experimental and Methods
Instrumentation
A homebuilt ESSI source was used in this work as shown in
Figure 1. The source was mounted on a XYZ stage in order
to adjust the relative position between the source and the MS
inlet. The ESSI source was perpendicular to the MS inlet, as
in the typical “Z-spray” configuration. The vertical distance
between the emitter of the capillary and the inlet was 10 cm
and the horizontal distance was 0 cm (i.e., flush with the
inlet cone), a standard geometry for ESSI sources [1, 6]. All
the capillaries of this source were made of untreated fused
silica tubing (BGB Analytik, Böckten, Switzerland). The
size of the inner capillary (for sample delivery) was 150 μm
o.d. and 50 μm i.d., while that of the outer capillary was
350 μm o.d. and 250 μm i.d, the same as those used in
previous work [1, 6]. A high voltage power supply
(HCN140-12500; FuG, Rosenheim, Germany) was used to
apply 4 kV to the sample solution in all the experiments [6].
The sample solution was delivered by a 500 μL or 5 mL
syringe (Hamilton, Bonaduz, Switzerland) and a syringe
pump (NE-1000; New Era Pump Systems, New York, NY,
USA) resulting in flow rate of 5 μL/min or 200 μL/min. Dry
nitrogen was used as nebulizer gas, with a pressure varying
from 5 to 45 bar, corresponding a gas volume flow rate of
approximately 1.5 to 12 L/min near the spray tip according
to a calibration done previously [6].
ESSI mass spectra of cytochrome c and myoglobin were
collected in the positive ion mode on a quadrupole time-of-
flight (Q-TOF) mass spectrometer (Q-TOF Ultima; Micro-
mass/Waters, Manchester, UK). In the ESSI-MS measure-
ments, the cone temperature was fixed at 50 °C, and the
cone and RF lens voltages were optimized for maximum ion
signal. All mass spectra were accumulated for 80–100 s with
1 s scan time. The mass range was m/z 500–3000 in all
measurements. The Mass Lynx software (v4.0; Waters,
Manchester, U.K.) was used for analyzing the mass spectra.
Complementary phase Doppler anemometry (PDA) meas-
urements (TSI Inc., St. Paul, MN, USA) were done to
investigate the droplet size and velocity in the spray plume.
Sample Preparation
Cytochrome c from bovine heart (95% HPCE; Fluka, Buchs,
Switzerland; MW=12,327 Da) and holomyoglobin from
horse heart (≥90%; Sigma-Aldrich, Buchs, Switzerland;
MW=17,568 Da) were used as model proteins in this work.
In the experiments, they were dissolved in 100 mM
ammonium acetate solution at a concentration of 10 μM,
Figure 1. Schematic of the ESSI-MS setup
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with various pH values. The ammonium acetate solution was
prepared from a 7.5 M stock solution (SigmaFine Chem-
icals, Buchs, Switzerland) and water with a resistivity of 18
MΩ•cm obtained from a NANO pure water purification
system (Barnstead, IA, USA). The acidity of the solution
was adjusted by adding acetic acid (999.0%; Fluka, Buchs,
Switzerland).
Numerical Simulations
Full 3D numerical simulations were performed to calculate
the gas flow pattern in the vicinity of the emitter of the
sample capillary using a computational fluid dynamics
(CFD) software package (ANSYS CFX 12.1; ANSYS,
Berlin, Germany). The shear stress transport (SST) model
was implemented in the simulation, with both laminar and
turbulent flows considered. The inner side of the outer
capillary and the outer side of the inner capillary were
defined as no-slip walls. The dimensions of the inner and
outer capillaries were the same as those in the ESSI-MS
measurements. According to the experimental geometry of
the ESSI source, the length of the outer capillary was fixed
at 30 mm and the length of the inner capillary was 31 mm.
The inlets of the two capillaries were on the same plane,
while the outlet of the inner capillary protruded 1 mm from
the outlet of the outer capillary. The gas entered the inlet
with a pressure varying from 5 to 45 bar. The outlet was set
to open to the air (i.e., with 1 bar pressure). In order to
simulate the distribution precisely, the mesh size was set to
be as fine as 3 μm around the emitter.
Results and Discussion
Nebulizer Gas Flow Effect Using Neutral
Solutions at a Sample Flow Rate of 5 μL/min
ESSI-MS measurements of cytochrome c (cyt c) and
holomyoglobin (hMb) in ammonium acetate buffer at pH
of 7.0 were first done, with various nebulizer gas pressures
ranging from 5 to 45 bar. ESI-MS data without any
nebulizer gas cannot be shown because no signals from
protein ions were observed, presumably due to the fairly
long distance between the emitter of the capillary and the
MS inlet. As plotted in the inset of Figure 2, a narrow charge
state distribution of cyt c ions in the low charge state range
(6+ to 7+) was observed, suggesting the generation of folded
cyt c ions [10]. However, there was no obvious shift in
charge state with increasing gas pressure. Only the absolute
intensity of the ion peaks increased clearly and the intensity
ratio of the ion peak at charge state 7+ to the peak at charge
state 6+ slightly rose as shown in Figure 2. The improve-
ment in absolute intensity can result from concentrating the
plume and a better desolvation efficiency resulting from the
high-speed gas flow. The surprising decrease of intensities at
the highest gas pressure of 45 bar and the intensity ratio
change of two peaks still need further study.
The results of hMb at a sample flow rate of 5 μL/min
were similar to those of cyt c. A narrow charge state
distribution of hMb ions in the low charge state range (7+ to
8+), but no distinct apomyoglobin (aMb) ion peaks were
observed at all pressures of the nebulizer gas. All these
indicate the production of folded hMb ions during the ESSI
process. There was no obvious shift in charge state with
increasing gas pressure, either. Only the intensity ratio of
charge state 8+ to charge state 7+ slightly increased when
the gas pressure was raised, consistent with the results for
cyt c. These results show that there is no switch-over of the
charge state distribution of the proteins when the gas
pressure of the nebulizer gas varied from 5 to 45 bar. In
other words, the transition of the gas velocity from subsonic
speed (1.5 L/min) to supersonic speed (12 L/min) probably
has no substantial impact on the protein ions. A theoretical
analysis in the subsequent section will support this observation.
Nebulizer Gas Flow Effect Using Neutral
Solutions at a Sample Flow Rate of 200 μL/min
Since no influence of the gas pressure on the ionization of
the two proteins was observed at low sample flow rate, more
ESSI-MS measurements of cyt c and hMb were carried out
at high sample flow rate to understand how the gas pressure
change affects the protein ionization under particular con-
ditions. A stable electrospray plume normally cannot be
formed at very high sample flow rate. However, with the
assistance of the high-speed nebulizer gas, the spray plume
can be stabilized and the ion signals at high sample flow rate
are comparable to or even better than the signals at low
sample flow rate. Surprisingly, the mass spectra of cyt c
were very similar to these at small sample flow rate (5 μL/
min). No distinct charge state shift was observed with
Figure 2. Intensity change as a function of gas pressure for
charge states 6+ and 7+ for 10 μM cytochrome c in 100 mM
ammonium acetate buffer solution at various sample flow
rates. The inset shows the mass spectrum of cytochrome c
with a sample flow rate of 5 μL/min at 5 bar nebulizer gas
pressure
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increasing gas pressure. However, the change of the absolute
intensity of the protein ion peaks was different between the
two sample flow rates when gas pressure was varied as
shown in Figure 2. At a nebulizer gas pressure of 5 bar, the
intensity at high sample flow rate was lower than that at low
sample flow rate, which might be insufficient to stabilize
such high flow rate spray. However, when the gas pressure
increased to 45 bar, the intensity at 200 μL/min was higher
than that at 5 μL/min. The high-speed nebulizer gas
obviously increases the ion signal intensities at high sample
flow rate, similar to those at low sample flow rate.
In contrast, hMb exhibits different behavior at high sample
flow rate, as shown in Figure 3a. A broad charge state
distribution of aMb ions in the range from 7+ to 11+ and a
new peak of hMb at charge state 9+ were observed. This
indicates that hMb undergoes a conformational transition
during the spray process. Larger droplets are produced at a
sample flow rate of 200 μL/min, which need a longer time to
completely evaporate the solvent. The longer timescale of the
evaporation enhances the probability that any change in the
chemical environment inside the droplet, such as a decrease in
pH, induces a conformational change of the protein. Further
studies will be done to clarify the conformational change in the
neutral solution during the spray process. With increasing gas
pressure, the intensities of the hMb ion peaks at charge state 7+
and 8+ increased, possibly due to a better desolvation
efficiency of the folded hMbmolecules, a temperature decrease
caused by the adiabatic expansion of the nebulizer gas
produced, or a reduced transit time of the droplets from the
emitter to the entrance of the mass spectrometer.
The distinct behavior of hMb and cyt c was presumably
on account of the different stabilities of these proteins. The
unfolding free-energy changes in the absence of a denaturant
(GH2OD ) of hMb and cyt c are 11.8 and 15.4 kcal/mol
respectively [11], indicating that hMb is less stable than cyt
c in aqueous solution. Hence, compared with cyt c, hMb can
be more easily disturbed by an environmental change
occurring during the relatively long timescale of solvent
evaporation.
Nebulizer Gas flow Effect Using Acidic Solutions
Dealing with proteins in acidic condition is also common in
positive ion mode ESI measurements, since the presence of
protons enhances the analyte ion signals. However, the
conformation of proteins can easily change in acidic solution
during the electrospray process [12–14]. Here, the influence
of the gas pressure on the protein conformation in acidic
solution was investigated. The mass spectra of cyt c at a
sample flow rate of 200 μL/min are shown in Figure 3b.
Besides the folded cyt c ion peaks at low charge state (6+
and 7+), an additional distribution of ion peaks at higher
charge states (10+ to 15+) was observed at 5 bar nebulizer
gas pressure, indicating a transition of cyt c from its folded
form to an expanded structure, due to acid-induced unfold-
ing [7, 15]. With increasing gas pressure, the absolute
intensity of the folded ion peaks obviously increased, i.e.,
the conformational transition of cyt c was less pronounced
with the assistance of the high-speed nebulizer gas. The
reasons are likely exactly the same as those given above for
Figure 3. (a) Mass spectra of 10 μM myoglobin in ammonium acetate buffer solution at various gas pressures (accumulation
time was 80 s). (b) Mass spectra of 10 μM cytochrome c in acidic aqueous solution (pH=4.1) at various gas pressures
(accumulation time was 100 s). The sample flow rate was 200 μL/min
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hMb. Similar phenomena were observed in ESSI-MS
measurements of hMb (data not shown). All these results
demonstrate that in acidic solution, more folded protein ions
survive during the ESSI spray process with increasing gas
pressure.
Nebulizer Gas Flow Effect on the Electrosprayed
Droplets
Numerical Simulations
In order to better understand the behavior of the nebulizer
gas flow around the emitter of the ESSI capillary, the gas
velocity pattern close to the emitter was numerically
simulated using the ANSYS software. In order to simplify
the simulation, the droplet behavior was not accounted for.
The gas velocity profiles at various gas pressures are shown
in Figure 4. The simulation results are consistent with
previous experimental observations. For example, Venter et
al. measured the droplet velocity at 2 mm from the emitter of
the capillary in a charged solvent spray with a high-speed
nebulizer gas. It was found to be approximately 120 m/s
[16], suggesting the same value for the gas velocity due to
the relatively short relaxation time of the droplets [17]. With
a similar gas pressure implemented in our simulations, the
gas velocity was found to be 108 m/s at 2 mm from the
emitter, very close to the estimated value of 120 m/s.
The contour profiles at pressure from 5 to 45 bar were
very similar, only the absolute values of the gas velocity
were different. The gas velocity decreased dramatically with
distance from the emitter. For example, when a gas pressure
of 5 bar was applied, the velocity close to the outlet of the
outer capillary was 143 m/s, but dropped to only 2 m/s
10 mm from the outlet of the inner capillary. With a gas
pressure of 45 bar, the velocity was 600 m/s at the outlet of
the outer capillary and decreased to 16 m/s 10 mm from the
emitter. The average droplet velocity is around 10 m/s in the
stable electrospray plume without the nebulizer gas [18, 19].
When the gas velocity is close to or lower than the droplet
velocity, the influence of the gas flow on the droplets is
negligible (vide infra). This indicates that any significant
interaction between the gas flow and the droplets must
happen within 10 mm from the emitter.
The gas velocity profile at a pressure of 45 bar is shown
as a zoomed view of the part, within 10 mm from the
emitter, see Figure 5a. In order to compare this with the
precise geometry of a stable electrospray plume, its position
is superimposed on the graphic. The stable electrospray
plume consists of a Taylor cone, a jet, and a plume. Based
on previous experimental results and theoretical estimations
[20, 21], the jet length is around 5 mm under the
experimental conditions in this work. Thus, the spray plume
should start 5 mm from the emitter, where the gas velocity is
66 m/s. A gas flow with this velocity cannot break up
droplets smaller than 10 μm (vide infra), which is the typical
size in the stable spray plume [21].
In Figure 5b, the profile was enlarged further to show a
zoomed view of the part 300 μm from the emitter, to
investigate exactly how the gas flow influences the Taylor
cone and the jet part of the spray plume. A low gas flow
region is formed in this area, due to the large gas pressure
difference between the outlets of the inner and outer
capillaries. Since conductive solutions were used as samples
in this work, the Taylor cone can be taken to have a half
angle of 49.3°, which is the value for a perfect conductor
being sprayed [22]. Based on the inner diameter of the inner
capillary and the angle, the length of the Taylor cone can be
estimated to be 21.5 μm. The Taylor cone thus just
penetrates into in the low gas flow region, where the
velocity is between 6 and 90 m/s. The jet part is located in
an area with a gas velocity ranging from 66 to 400 m/s. The
jet diameter was estimated to be 6.3 μm according to the
experimental conditions [23]. This is consistent with a
droplet size of 5–7 μm obtained by complementary phase
Doppler anemometry (PDA) measurements of the ESI spray
without nebulizer gas. With a high-speed nebulizer gas, the
Figure 4. Simulation of gas velocity profiles at various gas pressures
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disruption point of the jet, where first droplets appear,
probably shifts closer to the emitter, due to the enhanced
shear on the jet stream by the gas flow. However, the
droplets at the disruption point of the jet, with a size close to
the jet diameter of 6.3 μm, should mostly experience an
acceleration instead of breakup by the gas flow as discussed
in the following parts. Another key result of our PDA
measurements is that the velocity of the droplets produced
from the jet increased two times when a nebulizer gas of
5 bar pressure was used, but the size remained the same.
More PDA measurements will be performed in the near
future to clarify the influence of the nebulizer gas on the
droplets.
The numerical simulation results discussed above demon-
strate that the gas velocity has decreased dramatically 10 mm
from the emitter, implying that the gas flow mostly influences
the droplets within less than 10 mm from the emitter. A
comparison of the geometry of a stable electrospray plume and
the gas velocity profile provides useful information about the
impact of the gas flow on the electrospray.
Theoretical Analysis
A theoretical analysis was also performed to explain the
phenomena observed in the ESSI-MS experiments. Theoret-
ically speaking, the nebulizer gas can influence the electro-
sprayed droplets during the spray process in three ways: (1)
breakup of droplets; (2) acceleration of droplets; (3)
acceleration of droplet desolvation.
Breakup of Droplets
When the ESSI droplets are suspended in a nebulizer gas
flow with a much higher velocity, the gas flow exerts an
aerodynamic force on the droplets. If the force is high
enough, the droplets will break up. This process is also
called “atomization” of droplets [15], a topic which has been
thoroughly studied. A key parameter in this process is the
Weber number, which is a dimensionless value used for
analyzing complex fluidic flows with fluid-fluidic interfaces.
It is known that droplets suddenly placed in a high-speed gas
flow will experience breakup if the Weber number exceeds
Figure 5. (a) Gas velocity map with a nebulizer gas of 45 bar pressure. A sketch of a stable electrospray plume is
superimposed on the map to depict the geometry of the system. (b) Zoom-in view of the emitter part of panel (a) including the
jet and Taylor cone of the spray plume. The inset of (b) shows the gas velocity distribution inside the Taylor cone area
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approximately 10 [24, 25]. The Weber number can be
calculated as:
We ¼ gðvg  vdÞ
2d

ð1Þ
where ρg and vg represent the density and velocity of the gas,
vd and d are the velocity and diameter of the droplet, and σ is
its surface tension. The minimum velocity of gas flow
required for breakup can be estimated from Equation 1. For
simplicity, only water and nitrogen are considered for the
droplet and the gas, respectively. Without nebulizer gas, the
average droplet diameter is approximately 5–10 μm [21] and
the average droplet velocity is 10 m/s [18, 19] for a stable
electrospray at low sample flow rate. For a water droplet
with 10 μm diameter, the gas velocity relative to the droplet
should be 240 m/s to reach a Weber number of 10. If the
water droplet diameter decreases to 5 μm, the gas velocity
relative to the droplet needs to be at least 339 m/s to break
up the droplet. When the sample flow rate is higher than
200 μL/min, the initial droplet diameter can be as high as
50 μm according to the size of the inner capillary. In this
case, the gas velocity needs to be 107 m/s for breakup.
Furthermore, when the droplet size decreases, the droplet is
easier to accelerate, resulting in the reduction of the relative
velocity between the gas flow and droplets. Therefore, the
acceleration of droplets by a high-speed gas flow also needs
to be considered.
Acceleration of Droplets
When droplets are immersed in a high-speed gas flow, they
will also be accelerated. The terminal velocity of a droplet
depends on the relaxation time τ, defined as [26]:
t ¼ dd
2CC
18
ð2Þ
where d and ρd are the diameter and density of the droplet, η
is the coefficient of dynamic viscosity, and Cc is the
Cunningham correction factor. Equation 2 shows that a
smaller droplet with less relaxation time will reach the gas
velocity faster by the acceleration of the gas flow. Previous
studies of the relaxation time show that a water droplet with
a diameter of 50 μm has a relaxation time of 8 ms. When the
size decreases to 10 and 1 μm, the relaxation times are
0.31 ms and 3.5 μs, respectively [26], Thus, a 4 μm droplet
with a relaxation time of 10 μs [26] is small enough to
closely follow the gas-phase flow almost immediately [27].
In other words, the droplet velocity can rapidly increase to
the gas velocity when the droplet diameter is smaller than a
few μm. The Weber number will become very small in this
case, due to the small value of (vg-vd), and breakup will not
take place according to Equation 1.
If the diameter of a droplet is larger than 50 μm, the
relaxation time is too long to accelerate droplets and breakup
of droplets driven by high sample flow rate should dominate.
This aerodynamic breakup should split droplets to a
common size, which is relatively independent of the initial
droplet size [28]. Zilch et al. suggested that after breakup,
the final size of droplets converges to around 3 μm [28].
Thus, it is difficult to have droplets much smaller than 3 μm in
the early part of an ESSI plume even with a supersonic
nebulizer gas. This is consistent with previous results from
Cooks’ group [16]. Theymeasured the droplet size in a charged
solvent spray using a high-speed nebulizer gas 5 mm from the
spray tip by a phase Doppler particle analyzer, and found the
droplet diameter to vary from 2 to 6 μm, which is close to the
final droplet size estimated theoretically.
Acceleration of Droplet Desolvation
When the nebulizer gas meets droplets in the spray, the gas
flow can carry solvent vapor away from the surface of the
droplet, thereby boosting evaporation. However, the nebu-
lizer gas can also accelerate the droplets, reducing the time
available to travel from the emitter of the capillary to the MS
inlet, thus shortening the time available for solvent evapo-
ration. These two factors have opposite effects on desolva-
tion efficiency. Here, we discuss this issue using the
evaporation rate equation [26, 29]:
N ¼ Dð2:0þ 0:6 dd vd  vg



 =
 1=2
 dD=ð Þ1=3Þ
d
ðpsatðTdÞ
RTd
 X p1
RT1
Þ ð3Þ
where R is the gas constant, D is the diffusion coefficient of
the vapor molecules, d and ρd represent the diameter and
density of the droplet, psat is the saturation vapor pressure at
the temperature of the droplet Td, and p∞, T∞, and X are the
pressure, temperature, and the mole fraction of the vapor
well away from the droplet surface. vd and vg are the
velocities of the droplet and nebulizer gas. The evaporation
rate of the droplet thus depends on the relative velocity
between the droplet and the nebulizer gas. When the droplet
size is ~4 μm, rapid acceleration of the droplet takes place
and the droplet velocity increases to the gas speed, thereby
decreasing the evaporation rate.
Thus, the desolvation efficiency for small droplets
(≤4 μm) cannot be dramatically improved by an increasing
gas pressure in ESSI. This explains the phenomena observed
in an ESSI-MS measurement of proteins in neutral solution
at low sample flow rate. It also puts into question whether a
new acronym (ESSI) is at all justified for ESI at elevated gas
flows in this case. Droplets less than 10 μm in diameter are
produced at a 5 μL/min sample flow rate [21], i.e., very
close to the 4 μm size. These droplets mostly experience
acceleration instead of breakup by the high-speed gas flow.
As a consequence, there is no significant improvement of the
desolvation efficiency by the high-speed nebulizer gas,
meaning that the amount of water and ammonium acetate
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surrounding the proteins is not reduced rapidly. This cannot
cause a significant conformational transition of the proteins.
When the solution is acidic, acceleration of the small
droplets can reduce the transit time from the emitter to the
MS inlet, resulting in a lower probability for a conforma-
tional change, and the survival of more folded proteins
during the ESSI process.
In the case of a high sample flow rate, initial droplets
with diameters as large as 50 μm or even more are formed.
The breakup of droplets by the nebulizer gas dominates at
the beginning of the ESSI plume. When the high-speed gas
flow reduces the droplet size to ~3 μm, which is similar to
that in a stable electrospray at small sample flow rate, the
acceleration becomes dominant. Thus, the mass spectra of
the protein ions at a nebulizer gas pressure of 45 bar should
be very similar even if very different sample flow rates are
used, due to the similar final droplet size produced in the
spray plume. This is exactly what was found experimentally.
Conclusions
In this work, measurements of cyt c and hMb in neutral
solution with various gas pressures show that there was no
obvious change of the charge state distribution of protein ion
peaks when the sample flow rate was 5 μL/min, indicating
that there was no switch-over of ionization from ESI to ESSI
when the gas velocity varied from subsonic to supersonic
speed. Droplets of small size produced by the stable
electrospray mostly undergo acceleration instead of breakup
by the high-speed nebulizer gas. However, under particular
experimental conditions, such as low pH and high sample
flow rate, the high-speed nebulizer gas helps proteins to
keep their folded structures in the spray process. In acidic
solution at small sample flow rates, the transit time of small
droplets from the emitter to the MS inlet decreases because
of the acceleration, resulting in a lower probability for
unfolding of proteins. At high sample flow rates, much
smaller droplets are produced due to breakup. The final
droplet size in the plume is similar to that in the stable spray
formed from neutral solutions at low sample flow rates.
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